Purpose: Dental unit's environment and relevant instruments are a major source of infectious diseases caused by a variety of microorganisms. The application of various disinfectants is one of the most effective methods for reducing or eliminating microbial contamination. The objective of this study was to evaluate the antibacterial effects of deconex and sodium hypochlorite against bacterial taxa isolated from dental unit's environment of Ahvaz Jundishapur University of Medical Sciences, southwest of Iran. Methods: In order to evaluate the quality of disinfection, sampling was performed from different parts of 100 clinical units. For bacterial recovery and isolation, samples were enriched and cultured onto different microbiological culture media. Species identification was carried out using phenotypic and molecular methods (16S rDNA sequence analysis). In vitro activity of sodium hypochlorite and deconex were determined by the broth microdilution method. Results: According to conventional techniques, Bacillus spp (48%) was the most frequently encountered isolates, followed by staphylococcus spp (26%). By using both techniques, Bacillus subtilis was the most frequently encountered species (n=23, 21%), followed by Bacillus licheniformis (n=8, 7.4%), Streptococcus pneumonia (n=8, 7.4%), Staphylococcus epidermidis (n=8, 7.4%), Staphylococcus saprophyticus (n=8, 7.4%) and Staphylococcus warneri. The highest levels of contamination were observed in oral medications. The deconex had lower minimum inhibitory concentration (MIC) concentration in comparasion to sodium hypochlorite, which showed that deconex was a much more potent disinfectant. Conclusion: In conclusion, the results of the present in vitro study showed that deconex had promising results for decontamination of the tested microorganism, and it is recommended for disinfecting of dental units and environment. In this study, the high percentage of dental unit's contamination showed the need to improve disinfection procedures, sterilization systems, and the use of an appropriate concentration of deconex and sodium hypochlorite for dental units decontamination .
Introduction
Dentist, dental materials and dental laboratories are potential sources for transmission of infectious diseases. 1 The oral cavity is a providing medium for bacterial growth, which can be transferred to the instruments and clothing during dental procedures, with a high risk for cross infection. 2 Cross-contamination and cross-infection can be health care, and also through the hands of the dental team. Infection control in dental laboratories was first recommended by the American Dental Association (ADA) within the recommendations and guidelines of the Centers for Disease Control. 3 Clinical contact surfaces that are frequently touched (eg, switch of dental light, dental stool, handle drawer), can act as reservoirs of microorganisms. When these surfaces are touched, microorganisms can be transferred from one resident to another through the use of commonly shared equipment, or to the nose, mouth or eyes of health care workers or patients. 4 Depending on the patient's susceptibility, a patient could be infected through a contaminated surface/instrument located in the dental practice.
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The use of disinfectants in the dental unit's environment is one of the most effective procedures that can be applied to the infection control. 8 Despite the effectiveness of using disinfectants, there are limitations to using them. Prolonged application of a biocide may pose a danger to staff, patients and enhance tolerance or biocidal resistance in microorganisms. 9 Although these biocide treatments eliminate most surface contamination, some microorganisms percolate into the inner parts of these casts, hence making disinfection arduous. 10 Proper decontamination of dental units surfaces depends on the type of biocide and appropriate methods according to international recommendations. Disinfection is performed by physical and chemical agents, however, none of the disinfectants succeeded completely. Deconex is Propanol-based alcoholic disinfectant agent and the predominant agent used in our dental units for many years. Regarding some reports on inappropriate decontamination, finding challenges the reliability in preventing cross infection 11, 12 and Assessment of decontamination procedure used in our faculty, the objective of this study was to evaluate the antibacterial effects of deconex and sodium hypochlorite against bacterial taxa isolated from dental unit's environment of Ahvaz Jundishapur University of Medical Sciences, southwest of Iran. 
Materials and methods

Ethics statement
Sample collection and preparation
This study was conducted at the dental faculty of Ahvaz Jundishapur University of Medical Sciences (AJUMS) from October to November 2017. One hundred samples were collected from different parts of dental faculty units including pediatric, prosthetic, endodontic, radiology, oral medicine, operative dentistry, restoration, periodontal, oral maxillofacial surgery, root canal therapy, orthodontic and surgical units. After submission of the preliminary proposal, necessary permission for sample collection was granted. The sample was taken at the end of the working day after daily disinfection with deconex dental BB (Borer Chemic, Geneva, Switzerland; Contact time 15 mins). In accordance with the claim of the infection control officer the disinfection is carried out is based on the standard protocol. Each sample have been taken by a sterile swab, in a width of 2 cm and a length of 10 cm, from one part of each unit including the switch of dental light, armrest, turbine handpiece tie-in, handle drawer, dental stool, inductive air locked rotatory arm system, dental tree way syringe, saliva ejector, automatic cup filler and headrest. The swab was placed into a transport medium containing 5 mL of Tryptic Soy Broth (TSB) and the test tube was closed. The samples were immediately transferred to the microbiological laboratory in the cold box for 10 mins (Igloo USA) and incubated in the atmosphere of 5% CO 2 at 37°C for 18-24 hrs. A loop full (0.01 mL) of each sample were cultured on standard culture media including blood agar and MacConkey agar (Merck, Germany) and incubated at 37ºC for 24 hrs. The bacterial isolates were subjected to early phenotypic tests such as hot dyeing, morphology, catalase and oxidase reaction and all isolates were categorized into the appropriate genera. 13 The pure bacterial colonies were inoculated onto the medium containing 1.5 mL of sterile TSB containing glycerol (20%) and stored at −20°C for further investigation.
Molecular identification DNA extraction
Genomic DNA extracted from pure colonies using the simple boiling method as described elsewhere.
14, In brief, a few bacterial colonies were removed from fresh overnight culture on Mueller-Hinton agar medium and dissolved in 500 μL of TE buffer, boiled for 10 mins and placed at −20°C for 5 mins. After centrifugation at 14,000×g for 10 mins, the supernatant was used as a template for the PCR amplification. The concentration of extracted DNA was determined at 260 nm, using a Nano-drop instrument (Thermo Scientific, USA). (Eppendorf master, Germany). The amplified PCR products of the 16S rDNA gene for each isolate were purified and the sequences of the products were determined using an ABI PRISM_ 7700 Sequence Detection System (Applied Biosystems, Foster City, CA, USA) according to the standard protocol of the supplier. The sequences of the 16S rDNA gene for each isolate were aligned separately and compared with all existing relevant sequences of recovered from the GenBank database using the JPhydit program. 17 Percentages of similarity between sequences of each gene were determined by comparing sequences to an in-house database of 16S rDNA sequences.
Determination of minimal inhibitory concentration (MIC) of deconex and sodium hypochlorite by broth micro-dilution method
The MIC of deconex dental BB and sodium hypochlorite against some opportunistic pathogens (Streptococcus pneumonia, Enterococcus faecalis, Klebsiella pneumonia, Staphylococcus epidermidis, etc.) were determined by broth micro-dilution method according to the Clinical and Laboratory Standards Institute procedures. 18 In brief, the primary stock solution of deconex and sodium hypochlorite were diluted at the final tested concentrations ranged from 0.5 to 256 mg/mL. According to the product data sheet, the initial dilution of deconex (Borer Chemie AG, Switzerland) and sodium hypochlorite (Laboratory chemical, Iran) was 2.5 mg/mL and 5 mg/mL, respectively. 50 µL of each dilution was added to 96-well microtiter plates containing 50 µL Luria-Bertani (LB) broth. Each well was inoculated with 50 µL of the bacterial sample and mixed gently, yielding the final bacterial concentration of approximately 1×10 6 colony forming unit (CFU/mL). The microplate trays were covered with aluminum foil and placed in plastic bags and incubated at 37°C for 24 hrs. The MIC was defined as the lowest concentration of the tested agent that resulted in the complete inhibition of visible growth in LB broth. The experiments were repeated 3 times and the results were constant in all tests.
Results
In the present study, a total of 100 samples were collected from different part of dental units. Conventional phenotypic methods showed that 91 (91%) samples had microbial contamination and 109 bacterial isolates were identified. Based on phenotypic tests, most isolates were identified up to the genus or complex level. For definitive identification, all 109 isolates were subjected to 16S rDNA gene sequencing. The results of 16S rDNA gene sequence analysis revealed that all isolates showed more than 99% homology with relevant species as shown in Tables 1-3 . Distribution of bacterial contamination in the clinics and different parts of units are shown in Table 1 . The greatest contamination of units was found in Oral medicine, Root canal therapy, Surgical units (all 10 units) followed by Operative dentistry, orthodontic, prosthetic, periodontal (9 units). Also, the most bacterial contamination was found on the handles drawer, dental stool, followed by the switch of dental light and armrest. According to conventional techniques and 16S rDNA gene sequence analysis, Bacillus spp (48%) was the most frequently encountered isolates, followed by staphylococcus spp (26%), and the other Gram-negative and Gram-positive bacteria. Relative frequency of bacterial species was shown with details in Table 2 . By using both techniques, Bacillus subtilis was the most frequently encountered species (n=23, 21%), followed by Bacillus licheniformis (n=8, 7.4%), Streptococcus pneumonia (n=8, 7.4%), Staphylococcus epidermidis (n=8, 7.4%), Staphylococcus saprophyticus (n=8, 7.4%) and Staphylococcus warneri. The proportion and type of bacterial contamination in each clinic and related units are shown in Table 3 . According to the table's guide (top left), the contamination levels of each unit are shown, in which the yellow and red colors show the lowest and highest levels of contamination, respectively. It should be noted that oral medicine is also the highest in terms of both the diversity of isolated bacterial species and the pediatric section showed the lowest (Tables 1 and 3 ). There is a significant difference between the effect of deconex and sodium hypochlorite for all the mentioned microorganism (p<0.05) ( Table 4) . Based on Statistical analysis the mean of MIC for the deconox and the sodium hypochlorite was 2.5 and 25 mg/mL, respectively. This difference is statistically significant (P-value=0.005), which means deconex are much more potent in compare to Sodium hypochlorite.
Discussion
Infection control and the safety of dental clinics have been a high profile issue in dental health professionals and for which regularly procedures to protect both patients and dental team have been used. Although some studies have reported that washing the impression materials with running water could reduce about 40-90% of bacteria. 19, 20 Disinfecting all patients' impressions materials is recommended by the International Dental Federation and the ADA. Nonetheless, single-use devices, pre-sterilization and cleaning of re-usable instruments in general dental practice have been a usual practice in dentistry. [21] [22] [23] In this study we followed three aims;
First, identifying dental unit bacterial diversity at the end of working day after daily disinfection with deconex, second, in vitro evaluating the bacterial effect of deconex and sodium hypochlorite against bacterial isolates and the third, assessment of decontamination procedure used in our faculty. In our study, microbial contamination was detected in 91% of the examined dental units with opportunistic and pathogenic microorganisms. Willams et al. also have been recorded the higher contamination at the end of daily work as compare to initial time. 24 In our study the most contamination has been seen in dental stool and handle drawer (Table 1) probably due to direct touch and ignore it by dental staff during sterilization, the same results have been declared in previous studies. 25, 26 In the current study, Bacillus subtilis (n=23, 21%), Bacillus licheniformis (n=8, 7.4%), Streptococcus pneumonia (n=8, 7.4%), Staphylococcus epidermidis (n=8, 7.4%), Staphylococcus saprophyticus (n=8, 7.4%) and Staphylococcus warneri (n=8, 7.4%) were the most frequently recovered species from dental units using combination of conventional technique and 16S rDNA sequence analysis (Table 2) . These results are similar to those are reported in some similar studies. [25] [26] [27] Most of the microorganisms identified in this study do not represent a risk to public health, but are considered as opportunistic microorganisms which can be associated with important infections in pregnant women, the elderly patients, cancer patients, AIDS patients and other immunocompromised disorders. These patients are much more susceptible to being infected by opportunistic pathogens. 28 Although this low frequency in isolation medically important bacteria in dental units including Legionella and Mycobacterial species could be related to the lake of appropriate methods for recovering these taxa. The proportion and type of bacterial contamination in each clinic and related units are shown in Table 3 . According to this, contamination was high intense during oral medicine and root canal therapy. The oral microbiome is comprised of over 600 prevalent taxa at the species level. 29 Although the possible unit's contamination with microorganisms from the patients' mouths and oral bacteria are not usually present in our study. It seems the main reason for this objective is the use of anti-retraction valves and sterile handpieces, which control the suction of these microorganisms. In contrast to our study, Coelho et al showed that Gram-negative bacteria were the most common isolates in dental clinics instrument. 2 Among the many physical methods that can improve the microbiological quality of the clinical environment and the instrument, the use of disinfectants is the most effective way to ensure that the decontamination process is effective. 30 The MIC of deconex dental BB and sodium hypochlorite against some opportunistic pathogens were determined by broth micro-dilution method. It seems that the use of these clinical species is somewhat more suitable because they may be more resistant in compare to references strains. The results of this study showed that deconex was more strong to eliminate these microorganisms, has been confirmed in previous studies. 31, 32 In order to evaluate the performance of every disinfectant it is important to study the time of decimal decreasing (D-value). 2, 33 Based on the findings of the study done by Ghasemi et al, deconex has the highest capacity when it is used different impression materials and it eradicates all microorganisms in both 5 and 10 mins. In other study done by Bagheri et al, a significant decrease was seen in the number of bacterial colonies in the restoration, pediatric, orthodontic and diagnosis units. 23, 33 In conclusion, the results of the present in vitro study showed that deconex revealed a promising effect on bacterial contamination of the dental environment, and it is recommended for disinfecting of dental units and environment. Considering the promising in vitro effect of deconex, along with high percentage of contamination of dental units, it seems that some technical errors are happened by the dental technician in decontamination procedure. Therefore, it is necessary to re-inspection and improve the methods of decontamination and the use of appropriate concentrations of this product. In fact, according to the results obtained in this study, the quality of decontamination procedures by the personnel is doubtful. Furthermore, our study underlines that microbial monitoring could represent an important element to detect alert values which indicate the presence of risk factors and require the adoption of control measures.
Some limitations of this study can be considered. On the other hand, in the present study the microbial contamination has not been considered with some clinical variables such as the number of patients seen per day in every treated unit. Also, the samples were taken at the end of the working day after treatment with deconex while to compare the isolated bacteria and disinfectant effect, it was better to sample at the beginning of the working day, too. The other limitation of this study was that the anaerobic culture methods and special methods for isolation of Legionella and Mycobacteria species were not considered. 
